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POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are a full, true and
correct copy of the original. M
- Z/
SCAP SIGNATURE p2z7225/0
SWFFo ~ 00 1629

STATE OF ARIZONA )
) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this 28 day of  OCDROL
2DIO by  OAA DuAae

W?}WC

NOTARY PUBLIC
| < GARLA DUARTE
LO - Z, ~LO (- Notary Public - Arizons
DATE REITE o brgres War 20, 2013

Commission expires:

3lzalzo1m

Area Code 928

Administration ...........c.e.......... 855-4884 Fax #'s EMEIgencY «....ccevvvvcrneerinrenrensens 9-1-1
Business Office .......ccceverivranne. 855-1171 Administration ..........cceeeeienee 680-5430 Non-Emergency Dispatch/ ...... 855-4111
Investigations .........cccooveen.n. 855-5775 Business Office ..........ccceeuee 680-5431 TDD  855-4114
Patrol ..., 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witness ....... 854-TIPS

E-mail: police @ci.lake-havasu-city.az.us
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EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PR()FLD[JRI

QA SPECIALIST A& 45;»_24_ _AGENCY Laxr /% ps 7 P res ETT

DATE Om R Y e -

INTOYALYZER SERIAL # _ §O - Z LOCATION _LA#ELH %

/ . Ensure that gas tank is attached to instrument and contains a standard alcohel concentration solution - DO ac.
OR

Pour a standard alcohol concenteation solution AC, into a clean dry simulator and assemble the
stmulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C

. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

. Go to the “Contro] Testing Menu™. Select “D™ for dry control test or “W™ for wet control test. After sejection is
made press ENTER.

. Air blank completed,

. Calibration check completed. Test results 0. 22 AC.

. Air blank completed.

. Remove printed record. Attach the record to the completed chcekll

SIGNATURE i =z

DPS Form Exh G-2 (Rev 05-01) ATe 2L TS

057?;::7/1/[







EXHIBIT G-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST /%/ (Dlé'CCE{:?_?;Z/ AGENCY A’(f/@%éZﬁm@f

DATE  OZRFO TIME A28
INTOXILYZER SERIAL# __JO O/ O2T  LocaTioN L¥EALD M/A/

" Display Reads “PUSH BUTTON TG START”

OSTIC TESTS
1. Clock time check.
. Date check.

TIONAL TESTS
lcohol-free subject test result 0. &ié AC.
- Error recognition logic system functionfng.
Not a Successfully Completed Test Sequence printed

. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

Deficient sample printed.
4. Standard Calibration Check standard 0. /Z2&2 . Result 0. 0?2 AC.
" Instrument is operating properly and accurately. YES NO
COMMENTS

SIGNATURE
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" DPS Form Exh G4 (Rev 05-01) _ )
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INTOXILYZER 8300

Location: LHCPD MAIN JAIL

Serial Rumber: 89-0
Core Version: 810%5.
G9/2772010

v1029

48

Svonrdard Lovs: 77022

T ooy - # SR T - -1 N 1
Last Changed By: K.

Oab: K. DRDLLER

LARY HAVASU CI'tY PL

Operator: K. DRELLE
LAKE HAVASYU CITY PD

R

2006

Subject: SQAPR,FRER
DOB: 09/27/2000
Sex: M

Weight:

15 Minute Deprivation Period? Yes

Test

g/210L

Time

Air Blank
Diagnostic Test
Aiyr Blank

0.100 Cal Check
Air Blank
Subject Test
Air Blank

Wait

Air Blank

*Sequence Aborted

0.000
Pass

. 300
.100
000
0.000
0.000
ABT*

0.000

QSO

16:22:13
16:22:47
16:23:14
16:23:35
16:24:05
16:24:72

16:24:5

=~

[

-~

16:25:50

Not a Successfully Completed Test Sequenceg

A



INTOXILYZER 8000
Location: LUCPD MAIN JAIL
Serial Number: 80-001029
Core Vevsion: $i03.4¢

09/,27/2010 162000

50

) - T

Do
Operator: K. DRELLER 1300
LAXE HAVASU CITY PD
Subject: SQAP,FREE
DOB: 09/27/2000
Sex: M Weight: 121
15 Minute Deprivaticn Pericd? Ye
Test g/210L Time L
Air Blank 0.000C 16:22:13
Diagnostic Test Passg 16:22:47
Air Blank 0.000 16:23:14
0.1830 Cal Check 0,100 1623030
Air Blank 0.000 16:24:05
Subject Test 0.000 16:24:27%
Air Blank 0.000 16:24:05
Wait ABT*
Bir Blank 0.000 16:25:5¢

*Sequence Aborted

Not a Successfully Completed Test Sequenciéﬁgp

4



IHNTOXILYZER 2000
Tocation: LHCPD MAIN JAIL

Serial Number: 80-001029

Core Version: §105,48

b

Operavor: . ERDE
LEKE HAVAEU
Subject: SOAP,FREE
DOB: 09/27/2000
Sex: M Weight: 121
15 Minute Deprivation Period? Yes
Test G/210L% Time
Air Blank 0.000 16:22:13
Diagnostic Test Pass 16:22:47
Alir Biank 0.000 le:235:14
0.100 Cal Check g.100 16:23: 5%
Air Blank 0.000 16:24:05
Subject Test 0.0¢0 16:24:27
Air Blank 0.000 1€:24:55
Wait ABT*

Air Blank 0.000 16:25:50

*Sequence Aborted

Not a Successfully Completed Test Sequence

(%(



2000
Location: LHCEPD MA

1
St ]l Muraier s A
ST MUnDaer: ol-Uidnd
,
|

rg
Gorevabors K. DRELLES g
LAKE HAVASY CLTY PD

Test /2101 RS RTE
Air Blank Irg+ 16:

T D)
R N
Alr Blank 0.600 16:2050

*Improper Sample

Not a Successfully Completed Test Sequenc

77/



INTOXTLYZER 8000

Location: LHCED

et 2
.
I

Core Vorsion: 35

2772010

IS

subjeal: ZOQAD,BAWT

DOB: 08/27/2000

Test g/ 2
Alr Blank IRS*
Alr Blank 0.000 i

[

()

2
LN

e G
[ S
[

*Improper Sample

Not a Successfully Completed Test Sequence

77



e b
LETS T

Alr Blank
Alr Blank

*Ilmproper Sample

Not a Successtully Completed Test Seguence

7/



INTOXILYZER 8000
Location: LHZPD MA
5

IN JATL
erial Number: 20-001024
Core Version: 8103.48
3 ;i IRTRE
G oe T
i
WWILLER 2
clrTy PP
Stubject: SQAP,RFIX
noe: 09/27/2000
Sex: M Weight: 121
15 Minute Devnrivation Perlod? Yes
Test g/210L Timo

Alr Blank RFT* 16:34:50
Alr Blank 0.000 16:35:19

*REI Detect

Not a Successfully Completed Test Sequenc



CITY PR

Sublect: SOAP,RIL
DOB: 09/2772000
Sex: M Woaight: 121

15 Minute Deprivation Period? Yo

Air Blank RFT
AltT Blank 0.0

*RFT Detect

Not a Successfully Completed Test Sequence




INTOXETLYZDR 8000

Lo LICPD

Georobor: -
LAKE HAVASY CLTY P2p
u.’f:‘}
15 Minute Deprvivation
e T - F T Ty T
Tezt Gie UL

Air Biank RF
Air Blank 0.000

*RE'I Detect

Not a Successfully Completed Test Sequenc

/Z/



1
3
1
/
i
|

S

—~—
2
-

Tegt

= Xe
e
[

=

Air Blank

Diagnoscic Test Pass

Arir Blank 0,000
0,300 Cal Check c.oioe
Alr Blank 3.000
Subject Test G.7258~
B 0,000

Eiv Blank
CAir Blank 0.0300
Subiject Test KKK H
Air Blank D.0¢eo

*Deficient Sample |
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequency

7



MATR JATT
E0-001029

FLOh . 4

Test G40
Alr Blank 6.000
Clagnostic Test Fags
Alr Blank 0. g0
0.100 Cal Check G000

Air Blank G.000 Phrdi: 33
m
i

Subject Tost G258+ 10:43541
Alr Rlank 0,000 Thoddeida
Air Blank 0.000 1614444

Subject Test HEEH+* 16:45:23
Air Blank 0.000 162558

*Deficient Sample
*#Invalid Sampie
Begin new deprivation period

Not a Successfully Completed Test Sequenc

2!



o
Air Blank E
Diagnostic Test 1y
air Blank £ 4 3
0.100 Cal Check 0.100 H:140:03
Alr Blank 0,000 1a:d0:22
Subject Test G.25%8x 16:43:4:
Alr Blank 0L 0G0 BRI A
Air Blank C.00o toedd g

ki 1
ubject Test KXRH* 164
r Blank 0.000 L6245

S

[ L

*Deficient Sample
**lavalid Sample

Begin new deprivation ool iod

ol

Not a Successfully Completed Test Sequencd

2




EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY EMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT QF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE FROCEDURES
INTOXILYZER MODEL 8060

STANDARD CALIBRATION CHECK PROCEDURE

QA SPEC!AUSuw_/(-/_Azz_Aﬂ Tz AGI:'NCY//"“/%LL’%E o

DATE D 2R 7=V ] T™ME_ Sy ?

Ensure that gas tank is attached 10 instrument and conlains a standard alcohol concentration solution » #E2 AC.
OR

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +
0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

Go to the “Control Testing Menu™. Select “D™ for dry control test or “W™ for wet control test. Afler selection is

made press ENTER.
. Air blank completed.
. Calibration check completed. Test results 0. 9? 2 AC.

~ Air blank completed.
. Remove printed record. Attach the record to the completed checklist.

halliay
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&

SIGNATURE

K Dteowce 2,

DPS Form Exh G-2 (Rev 05-01)
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